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Abstract. In the design of kinesthetic haptic devices, there are two main device structures namely im-
pedance and admittance. In a customary scenario, the human operator back-drives the haptic device by 
holding and providing motion to the handle of the haptic device. If the type of transmission system 
does not allow passive back-drivability, then the back-drivability is satisfied by the use of an admit-
tance controller. This type of a haptic device is said to have admittance structure. The selection of the 
admittance term in this controller plays a critical part in the task execution performance. Determination 
of this term is not trivial and the optimal parameters depend on not only the key performance criteria 
but also on the human operator. An experimental study is carried out in this work to determine the ef-
fect of the admittance term parameters on the performance of human operators in terms of the execu-
tion of the task in minimal time and the best accuracy. In this paper, the experimental set-up and the re-
sults of the experiments are presented and discussed. 
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1 Introduction 
A typical kinesthetic haptic device acquires the motion of the targeted body part of 
the human operator. This information is used as the motion demand to drive the 
slave system in a teleoperation scenario. The physical interaction of the slave sys-
tem with its environment is simultaneously measured as interaction forc-
es/moments or if the slave system is a virtual reality scenario, then the virtual in-
teraction forces/moments are modeled and calculated. Haptic device is used at this 
stage to display these forces/moments to the human operator.      
In general, the targeted human body part is the hand and a handle is used to 
couple the human operator to the haptic device. Since the acquisition of the handle 
motion needs to be done at higher sampling frequencies [1] and with precision, ex-
ternal measurement techniques such as vision sensors or inertial measurement 
units cannot fulfill the task. The motion of the handle is typically calculated indi-
rectly by using the joint sensor measurements and direct kinematics formulated for 
the haptic device’s mechanism.  
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The haptic device mechanism is equipped with actuation systems in order to 
display forces/moments at the handle to the human. However, the human operator 
is required to back-drive this mechanism in order to issue motion demands for the 
slave system. If the actuation system is composed of customary transmission sys-
tem with larger reduction ratios (typically over 1:5), then the back-drivability of 
the system is affected adversely if not becomes almost impossible [2]. In this situ-
ation, a passive back-drivable system otherwise named as an impedance type sys-
tem should not be used. A solution is to devise an admittance type structure for ac-
tive back-driving by implementing an admittance controller.  
An admittance controller used in an admittance type haptic device necessitates 
the use of a force/moment sensor to acquire the human operator interaction with 
the handle. An admittance term is used to convert this interaction information to 
the motion demand of the haptic device, which results in back-driving the haptic 
mechanism. This admittance term generates a virtual coupling between the human 
and the handle with the components of a virtual mass-spring-damper.  
The selection of these mass-spring-damper components is not a trivial process. 
The selection process depends on the performance criteria set for the task such as 
task completion duration, task accuracy or human effort during task, and the hu-
man operator’s physical condition. The physical condition of the human operator 
can also be named as the impedance characteristics of the human arm for this spe-
cific case in which human hand motion is captured [3]. The human impedance 
varies from one individual to another and also it changes during the day and due to 
the psychological state of the same human operator [3].  
In this paper an experimental study is carried out to understand the effects of 
the virtual coupling components and their values on the task execution perfor-
mance. A single degree-of-freedom (DoF) linear system with a handle is used and 
a task is designed to measure the performance of various human subjects. Differ-
ent admittance terms are used and the performance results in terms of positioning 
accuracy and the human effort are obtained and discussed.  
The next section provides a brief overview of the admittance type haptic devic-
es and their controllers. The experimental set-up and the task are explained in the 
following sections. The experimental results obtained are presented and discussed 
to conclude the paper.  
2 Overview of Admittance Type Haptic Systems 
In the literature, admittance type devices are rarely seen as haptic systems, 
however it is mandatorily used as haptic system when there are mechanical limita-
tions such as high inertia, high friction and as a consequence of these, non-back-
drivability. The admittance type haptic systems are mostly preferred in surgical 
operations [4, 5], rehabilitation systems [6, 7], industrial operations [8, 9] and hap-
tic researches [10, 11].  
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In this type of devices, forces or torques applied from user or environment, are 
transformed to states of system such as position, velocity or acceleration by using 
admittance gain. Admittance gain is generally modeled by using combination of 
mass, spring and damper components. In [12] and [13], admittance gain is de-
signed as a mass/inertia to mimic free translational/rotational motion. By that way, 
the measured force/torque is converted to acceleration. In addition, other states are 
obtained by using integral operation to derive desired values for low-level control-
ler in the system. Another type of admittance gain model is used in a RML-glove 
which is a five-fingered admittance haptic interface. In this system, admittance 
gain is modeled as a virtual spring component for relating force to position [14]. 
To obtain relation between velocity and applied force, only damper component is 
used to design admittance gain as implemented in [15] and [16]. Also, virtual 
mass-damper model can be used to obtain a desired physical coupling with the en-
vironment by calculating the velocity from the measured forces as used in [17] 
and [18].  Furthermore, mass-spring-damper model is commonly used as an ad-
mittance gain and some works that used this model are [19] and [20]. Besides the 
mentioned models, E. Faulring et al. use dynamic simulation to compute desired 
acceleration from applied force for admittance type hand controller [21]. Also, 
W.Yu et al. designed a model free PID admittance controller for an Upper Limb 
Exoskeleton [22].  
Even though mass-spring-damper compositions are mostly preferred as admit-
tance term in literature, there are not enough studies on determination of the val-
ues of these components. In [23], an experiment is performed with the participa-
tion of 15 subjects to evaluate controllability of device. According to results of 
experiment, the optimum values of mass-damper components are designated for 
each subject separately. Moreover, M. Nambi et al. prepared an experiment to in-
vestigate different damper values as an admittance term which minimizes the 
force tracking error [16]. In literature, the spring parameter is mostly chosen as ze-
ro in composing the admittance term. In this paper, the effects of choosing mass – 
damper components with spring and without spring components are investigated 
in composition of the admittance term.  
3 Experimental Set-up   
A single degree of freedom admittance type device is used in the experiments 
as shown in Fig. 1. To obtain linear motion, a DC motor (HITACHI D06D401E) 
with an optical encoder (AEDA-3300AT) is assembled to a lead screw linear stage 
which has 220 mm length workspace.  Since the resolution of the quadrature opti-
cal encoder is 16384 counts/rev and the lead screw stage has 5mm pitch, the linear 
resolution of the system is obtained as 0.03 μm. In addition to these, a handle, 
which forces the user to hold it in precision grasp, is mounted on the top of the 
linear stage to interact with the subjects. Below the handle, a Kistler (type 9017B) 
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3 DoF force sensor is placed. A NI MyRIO 1900 data acquisition (DAQ) systems 
is used for digital and analog data acquisition and controlling the system. DAQ 
system has a 12-bit ±10 V analog input to get force data. Also, by using the de-
vice, analog outputs are issued as demands to the Maxon 4-Q-DC servo-amplifier 
that is used to drive the motor. To meet the power requirements of the system, a 
20 V DC power supply is used. Control algorithm and graphical user interface is 
developed in NI LabView Software with Control Design and Simulation module 
and Real-Time module. Force readings are acquired and control algorithm is exe-
cuted at a sampling rate of 1 kHz. 
Admittance control is implemented on top of a low-level velocity controller, 
which is selected to be a proportional controller (P-controller). The implemented 
control scheme is shown in Fig. 2. Low-level controller gain Kp is experimentally 
found by observing minimal tracking error for given sinusoidal velocity input. In 
Fig. 2, Gc represents the low-level velocity controller. Fref is reference force which 
is selected to be zero for free motion (full back-drivability), A is admittance term, 
Xm is measured position, Xe is the position vector of the contacted environment, 
Vs and Fs are the velocity sensor transfer function and force sensor transfer func-
tion, respectively. 
 
Fig 1. Experimental Set-up. 
 
Fig. 2 Control Scheme of Single Dof Admittance Type Device.  
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Admittance control requires measurements of the interaction forces between 
the robot and its environment; as well as accurate trajectory following capabilities. 
Hence, this implies that a robot with high power actuators and a stiff construction 
is preferred, which puts specific demands on the robot’s design. 
In an admittance controller, a force set point is specified and it is tracked by a 
force compensator given in Equations 1 and 2; where F, V, m, b, k and A parame-
ters refer to force, velocity, mass, damper, spring and admittance term, respective-
ly. Force compensator can be modeled as a mass, spring and damper system.  
 
ܨሺݏሻ ൌ ݉. ݏܸሺݏሻ ൅ ܾ. Vሺݏሻ ൅ ଵ௦ ݇. ܸሺݏሻ                 (1)    
௏ሺ௦ሻ
ிሺ௦ሻ ൌ
௦
௠௦మା௕௦ା୩ ൌ ܣ                              (2)   
 
Determination of the parameters is constructed under consideration of tracking 
capability limit of the set-up and feasibility for the human force limits. The exper-
imental setup, which is described above, has a 19 rad/s (3 Hz) tracking capability 
as calculated by carrying out a frequency response analysis.  
Characteristics of the admittance term depend on the chosen parameters. High 
admittance term causes sudden reaction, while low admittance term gives a slow 
reaction to the applied force. Although the mass and the damper coefficients 
which are inversely proportional to the admittance term, they are chosen as low as 
possible to initiate the robot motion softly. However, selecting very low values for 
the coefficients cause the system to be very sensitive to the interaction forces.   
4 Description of the Task   
To determine the effect of the admittance term parameters on the performance 
of human operators, an experiment is designed. A task is organized to evaluate the 
accuracy and the energy usage of the subjects with different parameters.  
In this task, the subject is asked to hold the handle, which is designed for the 
subject to have a precision type of grasp, with his/her dominant hand. As guided 
by the graphical user interface, the subject is instructed to move handle to blue 
target and keep it there for four seconds as indicated by the user interface. After 
four seconds, the subject moves the handle to the red target and holds the handle at 
that location for four seconds. The subject repeats this process 2 times without re-
leasing the handle. When the user reaches the target for the last time, it is request-
ed to release the handle without any further action. 
 The visual information displayed to the human subject is shown in Fig. 3. The 
black bar demonstrates handle’s position and targets are represented as a red (on 
the left) and blue (on the right) bars. The white region near the targets presents the 
score board which is created to define a metric for comparison between the pa-
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rameters. Fig. 4 presents the score range used on both targets based on the position 
of the handle. When the black cursor is inside the one of the targets, the indicator 
in green color by default, which is represented by rectangular area above the tar-
gets, turns to red color for 4 seconds then turns back to green again. This gives the 
information to the user that he/she can move the handle to the other target. Since 
the human hand’s movements may jiggle, this waiting duration provides us to ob-
tain more reliable results about scoring the accuracy experiment. 
 
 
Fig 3.Graphical user interface for the generated task 
 
Fig 4. Score range of first target based on position 
The evaluation of the effort of the subjects while moving the handle is carried 
out by using Equation 3 where F, x, Ekin, Edamp, Espr, and Elost represent force, posi-
tion, kinetic energy, dissipated energy due to virtual damper, potential energy 
stored in the virtual spring and energy lost due to viscous friction, respectively. 
Since the relative results are investigated, energy loss of the system is neglected 
for the given equation.  Also, at the end of the experiment, the handle comes back 
to its static condition again, for that reason sum of the kinetic energy terms is 
equal to zero. During the experiments for each subject and each admittance pa-
rameter tested, locations of the targets are kept the same.  
 
ܨଵሺݔଵ െ ݔ଴ሻ ൌ ܧ௞௜௡ଵ ൅ ܧௗ௔௠௣ଵ ൅ ܧ௦௣௥ଵ ൅ ܧ௟௢௦௧ଵ 
ܧ௦௣௥ଵ ൅ ܨଶሺݔଶ െ ݔଵሻ ൌ ܧ௞௜௡ଶ ൅ ܧௗ௔௠௣ଶ ൅ ܧ௦௣௥ଶ ൅ ܧ௟௢௦௧ଶ 
⋮ 
ܨ௡ሺݔ௡ െ ݔ௡ିଵሻ ൌ ܧ௞௜௡	௡ ൅ ܧௗ௔௠௣	௡ ൅ ܧ௦௣௥	௡ ൅ ܧ௟௢௦௧	௡ 
ܧ௦௣௥௡ ൌ ܧ௞௜௡	௡ାଵ ൅ ܧௗ௔௠௣	௡ାଵ ൅ ܧ௟௢௦௧	௡ାଵ 
(3) 
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ଵ
ൌ෍ܧ௞௜௡	 ൅෍ܧௗ௔௠௣	 ൅෍ܧ௟௢௦௧	 
As it can be observed from the energy equation, potential energy of the spring 
term cancels out between each state. Due to these conditions, damping term dissi-
pates all the energy in the experiments. 
5 Experimental Results   
The experiments are carried out with the participation of 4 women and 9 men 
subjects. The ages of these 13 subjects are varying between 24 and 32. Subjects 
are informed about the experiment and the task. Each subject is required to prac-
tice with the device before the experiment. For this practice, admittance parame-
ters are chosen different from the inspected ones not to affect the reliability of the 
comparison-based results.  
Each subject participated in 6 experiments, which can be grouped in two main 
categories. In the first group of experiments, admittance term is modeled as spring 
- mass - damper and in the second group, it is modeled without the spring element. 
Table 1 presents chosen admittance parameters and designated corner frequency 
against the experiment number.  Damping ratio ζ of the admittance term 
( ୏ன౤మୱୱమାଶ஖ன౤ୱାன౤మ) is kept constant to determine parameters with respective to desired natural frequency ω୬. 
Table 1.  Mass-spring-damper parameters 
Admittance Parameters 
Experiment 
Number Mass (kg) Spring (N/m) Damping (N.s/m) 
Corner Frequency 
(rad/s) 
1 2 2 3,78 1 
2 2 18 11,38 3 
3 2 72 22,77 6 
4 2 0 2 1 
5 2 0 6 3 
6 2 0 12 6 
 
The spring parameter is adjusted to reach the desired corner frequency in first 
three experiments. For last three experiments, damper parameter is modified to 
obtain the desired corner frequencies. The value of the natural frequency for the 
first experiment and the value of the corner frequency for the fourth one are the 
same and that is 1. In the same manner between the experiments 2-5 and 3-6 these 
values are 3 and 6, respectively. The effect of the spring term is investigated by 
comparing these groups of experiments. The main reason to keep these the same is 
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to have similar bandwidths for two types of admittance terms with and without the 
spring component. 
Table 2.  Scores of Subjects 
Accuracy 
Subject  Exp  # 1 Exp # 2 Exp  # 3 Exp  # 4 Exp # 5 Exp  # 6 
1 77,28 76,80 91,23 66,67 86,85 85,47 
2 88,72 93,21 90,46 71,42 78,63 90,27 
3 89,75 89,02 90,32 55,91 72,67 68,25 
4 92,22 93,03 94,92 68,04 79,71 80,15 
5 84,51 81,59 92,85 82,36 79,41 84,41 
6 80,21 87,49 90,86 67,34 84,57 87,78 
7 71,59 84,43 85,90 69,60 84,68 85,47 
8 61,14 88,94 90,08 51,56 82,10 74,70 
9 47,03 77,82 78,19 67,50 74,71 83,84 
10 62,79 89,85 85,48 58,78 69,31 75,84 
11 68,25 75,32 73,98 57,78 81,69 76,58 
12 72,60 90,40 90,08 67,04 76,31 84,22 
13 88,30 91,25 82,74 70,31 84,03 90,81 
Average 75,72 86,09 87,47 65,71 79,59 82,14 
 
Result of the accuracy experiments is given in the Table 2 with the average 
values of the each set of experiments. The results can be investigated separately in 
each group of the experiment. With the increasing corner frequency, obtained ac-
curacy scores also increase. Similar outcome is also observed in last three experi-
ments. In contrast, the results between the experiment groups, which have same 
corner frequencies, are decreasing and that indicates the effect of spring term. 
Table 3.  Energy Consumption of Subjects 
Energy Consumpiton (J) 
Subject  Exp  # 1 Exp # 2 Exp  # 3 Exp  # 4 Exp # 5 Exp  # 6 
1 0,12 0,34 0,50 0,05 0,10 0,21 
2 0,06 0,16 0,34 0,04 0,11 0,23 
3 0,05 0,17 0,37 0,05 0,20 0,17 
4 0,07 0,20 0,43 0,04 0,09 0,14 
5 0,13 0,28 0,50 0,05 0,12 0,20 
6 0,07 0,28 0,55 0,05 0,09 0,16 
7 0,07 0,18 0,40 0,06 0,10 0,28 
8 0,06 0,16 0,32 0,04 0,08 0,15 
9 0,09 0,21 0,47 0,03 0,06 0,11 
10 0,12 0,20 0,54 0,05 0,12 0,19 
11 0,06 0,18 0,36 0,03 0,07 0,15 
12 0,08 0,23 0,55 0,02 0,12 0,19 
13 0,11 0,28 0,50 0,04 0,11 0,23 
Average 0,08 0,22 0,45 0,04 0,10 0,18 
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The energy supplied by the user to the system in each experiment is listed in 
Table 3. The units for these results are in Joules. As observed in the accuracy ex-
periments, energy consumption which indicates the effort by the user increases as 
the chosen corner frequency values are increased. The experiment groups which 
do not include spring term use less energy with respect to the first three groups. 
6 Discussions and Conclusions   
During the literature survey, it is observed that mass–spring–damper model is 
commonly used as admittance term due to the effective usage and simple design. 
For that reason, an experimental study is carried out to investigate the effects of 
mass, spring and damper component for back-drivability success. An experimental 
setup is prepared and a task is defined to evaluate the effects on the human opera-
tor. The results of experiments, which are evaluated in terms of accuracy and en-
ergy consumption according to the described task, are presented in Section 5. Ac-
cording to these results, spring term is one of the essential parameter to influence 
accuracy in contrast to energy consumption. In the first three experiments, the 
corner frequency is increased while the damping ratio is kept constant and that 
causes the better accuracy and higher energy consumption. This is a natural and an 
expected result due to the usage of higher spring coefficients to increase natural 
frequency, ωn. On the other hand, increasing the corner frequency of admittance 
term also enhance accuracy and energy consumption as observed in last three ex-
periment which have mass-damper model. In addition to these, increasing the co-
efficients of admittance term requires higher force values and it is limited with the 
operating limits of the user. Consistency of outcome can be supported by inspect-
ing the energy consumption results. By interpreting the obtained results, mass – 
spring – damper parameters can be chosen optimal for specific tasks. For the tasks 
that require accuracy, the higher spring coefficient in the admittance term must be 
preferred such as in surgical robots. In contrast to that, the spring parameter might 
be unnecessary for rehabilitation tasks due to high-energy consumption.  
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